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The problem: 
Most of the high intensity sources of extreme ultra-
violet (UV) radiation have been subject to some limita-
tions, such as noise, especially below the 500 A range. 
The solution: 
A high intensity ultraviolet source has been developed 
which is suitable for emission below 500 A. The 
source, useful for the 100 to 1000 A range, is simple and 
inexpensive to construct, easy to operate, and very 
stable.
How it's done: 
A diagram of the ultraviolet source is shown in the 
figure. An important feature of this design is that the 
discharge is confined in such a manner that the negative 
glow of the gas discharge can be viewed directly. Most 
of the ionic line emissions are produced in this region 
and can, therefore, be observed with little or no absorp-
tion by the intervening neutral gas in the positive 
column. 
The ultraviolet-source cathode is a hollow tube made 
of elkonite, a copper-tungsten alloy that is easily 
(continued overleaf) 
This document was prepared under the Sponsorship of the National
	 Government assumes any liability resulting from the use of the 
Aeronautics and Space Administration. Neither the United States
	 information contained in this document, or warrants that such use 
Government nor any person acting on behalf of the United States
	 will be free from privately owned rights.
https://ntrs.nasa.gov/search.jsp?R=19720000527 2020-03-17T03:33:49+00:00Z
machined and offers the advantage of a low sputtering 
rate and high heat conductivity. The cathode dimensions 
are 1-cm inner diameter and 2.5-cm outer diameter. A 
thin quartz tube protects the cathode from ion bombard-
ment. The cathode is welded to a brass flange 8 cm in 
diameter that, in turn, is sealed with an 0-ring to a 12-cm 
diameter Kel-F flange. This flange electrically isolates 
the cathode from the anode. The anode, is a double-
walled cylinder constructed of high-purity 1100 alumi-
num alloy. Both the cathode and anode are water 
cooled. 
The ultraviolet source is energized by a conventionally 
stabilized dc voltage power supply which is connected 
in series with an air-cooled ballast resistor bank of 
approximately 3-kilohms resistance. The discharge cur-
rent can be varied between 50 and 800 mA at voltages 
between 500 and 2000 V. For the highest discharge 
currents, water cooling is provided at a rate of 3 liters/ 
minute for the anode and 1 liter/minute for the cathode.
Because of the sufficiently intense output spectrum, 
this source can be used with a monochromator at wave-
lengths as low at 160 A. 
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